Usefulness of CartoMerge image integration module in catheter ablation of atrial fibrillation

Łukasz Drelich, Tomasz Królak, Aleksandra Liżewska-Springer, Maciej Kempa, Dariusz Kozłowski, Grzegorz Raczak

Department of Cardiology and Electrotherapy, Medical University of Gdańsk, Poland

Abstract

Background: Anatomy assessment using Computer Tomography (CT) and Magnetic Resonance (MRI) is performed in patients undergoing pulmonary vein isolation (PVI). The aim of this analysis was to investigate whether electroanatomical 3D map and CT/MRI image integration using the CartoMerge system improves efficacy, reduces procedure time or fluoroscopy usage. Materials and methods: 57 patients undergoing PVI were divided in two groups: “Merge” (n=45 pts) and “non-Merge” (n=14 pts) depending on usage of image integration. PV isolation during procedure (acute PVI), procedure time, fluoroscopy time, number of radio frequency (RF) applications and AF recurrence during follow-up (Merge group: 12-24 months, non-Merge group: 9-18 months) were analyzed. Results: Intra-procedural PV was equal in both groups (93%). Long-term efficacy, defined as absence of AF recurrence, was insignificantly higher in the Merge group (69.8% vs 50%, p=0.11793). Procedure time was significantly longer in the Merge group – 239.1 (±55.5) min. vs 192.4 (±44.5). Fluoroscopy time was similar in both groups 29.9 (±12.23) vs 24.6 (±26.5) min, (p=0.579). Number of RF applications was significantly higher in the Merge group 48.5 (±25.2) vs 27.2 (±14.9). Conclusions: CartoMerge did not improve the rate of acute PVI, long-term effectiveness or fluoroscopy time. In the non-Merge group the procedure time was shorter and the number of applications was significantly smaller.

Keywords: CartoMerge • Catheter ablation • atrial fibrillation • image integration

Citation


Corresponding author:
Łukasz Drelich, Department of Cardiology and Electrotherapy, Medical University of Gdańsk, Poland
e-mail: drelich@wp.pl

No external funds.

Available online: www.ejtcm.gumed.edu.pl

Copyright © Medical University of Gdańsk

This is Open Access article distributed under the terms of the Creative Commons Attribution-ShareAlike 4.0 International.
Introduction

Atrial fibrillation (AF) is the most common arrhythmia, with age-related incidence, reaching 5-15% in among people >80 years old. The increased and irregular heart rate of AF usually causes palpitations, and in more severe cases fainting, syncope or heart failure. Chaotic and uncoordinated electrical activity in the atria during AF reduces their mechanical function. Blood stasis, especially in left atrium appendage, leads to formation of thrombus, a potential embolic material which may cause cerebral stroke.

The pharmacological treatment of AF concentrates on 3 main goals: to reduce the frequency of AF episodes, to control of ventricular rate during arrhythmia and prevent thromboembolism. Limited efficacy of available drugs ant their numerous side-effects determined development of an alternative, invasive method – transcathether cardiac tissue ablation.

In 1997 Haisseguerre demonstrated the relationship between ectopic foci in pulmonary veins and AF [1]. High frequency impulses generated in those areas are the arrhythmia inducing ("trigger") and quite often sustaining factor ("driver"). Initially, ablation was targeted directly into those areas, but the coexistence of numerous foci and the risk of post-ablative vein stenosis led to the evolution of this procedure [1-5]. Nowadays, the most common method is pulmonary vein isolation (PVI) [6-9], with the objective of creating circular scars surrounding PVs (usually two scars, each surrounding a pair of left or right veins). Scars created during ablation are not able to conduct depolarization waves, thus in consequence the ectopic foci cannot influence LA tissue.

Pulmonary venous anatomy assessment is crucial for performing successful pulmonary vein isolation. Nowadays, electroanatomical systems are commonly used to create spatial maps of the LA and PVs. These tools provide more precise reflection of anatomical relations, increase precision of navigation and radio frequency (RF) application. Literature and clinical practice revealed high proportion of atypical pulmonary venous confluence variants. Imaging techniques like CT or nuclear magnetic resonance (NMR) allow determination of the number, size and the type of ostium of pulmonary vein [10-13]. Carto 3™ system (Biosense-Webster Inc.) used in our center is equipped in additional module – CartoMerge – allowing integration of 3D electroanatomical map with a 3D reconstruction of LA and PVs. The aim of this study was to investigate whether CartoMerge image integration module improves the PVI efficacy, reduces procedure time or fluoroscopy usage.

Materials and methods

The study population consisted of 57 patients undergoing PVI in the years 2012-2014. LA and PVs CT scan was routinely performed before the procedure. In the next step, the scans were imported to the Carto 3D system. Ablation strategy was the same in every patient. Ablation catheter and ring-shape Lasso diagnostic catheter were placed in LA via transseptal puncture, diagnostic electrodes were also placed in His bundle area (His) and in coronary sinus (CS) using transvenous access.

In the next step, electroanatomical 3D map were collected. In case of LA Point-by-Point or FAM technique was used – depending on operator’s preference. After completing the mapping, in the first group of patients 3D map was integrated with the CT scan. Whereas in the second group the 3D CT scan was displayed as a separate picture in the 3D Carto system window. Choice was based on operator’s preference.

After mapping, circumferential PV isolation was performed using an RF ablation catheter. Linear applications surrounding PVs in pairs were delivered – separately around pair of left and right veins. Ablation lines were located ~5-10 mm from the ostia of PVs in order to minimize the risk of post-ablation vein stenosis. Bidirectional conduction block in the ablation line was considered a criterium of electrical isolation. It was verified by pacing on one side of the line (LA and PVs) and signal analysis signals registered by the electrode on the opposite side. In some cases electrical cardioversion (ECV) under general anesthesia was necessary, resulting in prolonged procedure time.

Based on the procedure protocols and study registrations following data was analyzed: PV isolation during procedure (acute PVI), procedure time, fluoroscopy time, the number of RF applications. Moreover, the anatomy of PV ostia was analyzed using the 3D CT reconstructions and the radiologist’s report. 4 veins with separate ostia were defined as typical. Different number of veins or common ostium was defined as atypical. None of the patients presented anomalous pulmonary venous drainage (PV ostium in heart chamber other than LA).

Follow-up visits were scheduled at 3, 6, 9, 12, and 24 months after the procedure. Medical history focusing on AF was collected, standard ECG and 24h Holter ECG were performed. In case of suspicion of AF recurrence, additional visits and investigations were administered.

Patients were divided into “Merge” and “non-Merge” groups depending on the usage of image integration. Follow-up lasted 12-24 months in the Merge group and 9-18 months in the non-Merge group.
Results

The merge group consisted of 43 patients (F=15) with average age of 53 (SD=13). Whereas the non-Merge group consisted of 14 patients (F=2) with average age of 51 (SD=11), p=0,63. The difference in AF type distribution was statistically not significant: 72% of Merge group patients suffered from paroxysmal AF and 57,1% in the non-Merge group (p=0,373). Typical PV anatomy was found in 72% (n=31) of patients in the Merge group and 78,8% in non-Merge group (p=0,8976). Detailed distribution is presented in table 1. Proportion of patients having ECV during PVI was similar in both groups (37,2% vs 35,7%).

PVI success rate was equal in both groups (93%). The long-term efficacy, defined as absence of AF recurrence, was higher than in the Merge group (69,8% vs 50%), but this difference was statistically insignificant. Procedure time was significantly longer the in Merge group: 239,1 (±55,5) minutes vs 192,4 (±44,5). Fluoroscopy time was similar in both groups 29,9 (±12,23) vs 24,6 (±26,5) min, (p=0,579). The number of RF applications was significantly higher in the Merge group: 48,5 (±25,2) vs 27,2 (±14,9).

Table 1. Distribution of clinical findings among the two study groups

<table>
<thead>
<tr>
<th></th>
<th>MERGE group n=43</th>
<th>non-MERGE group n=15</th>
<th>P value</th>
</tr>
</thead>
<tbody>
<tr>
<td>Age</td>
<td>53</td>
<td>51</td>
<td>0,631302</td>
</tr>
<tr>
<td>Sex</td>
<td>F=15 M=28</td>
<td>F=34,9% M=65,1%</td>
<td>0,259782</td>
</tr>
<tr>
<td>Paroxysomal AF</td>
<td>32</td>
<td>74,4%</td>
<td>0,37298</td>
</tr>
<tr>
<td>Persistent AF</td>
<td>11</td>
<td>25,6%</td>
<td></td>
</tr>
<tr>
<td>Typical anatomy</td>
<td>31</td>
<td>72%</td>
<td>0,897576</td>
</tr>
<tr>
<td>Atypical anatomy - RMPV</td>
<td>9</td>
<td>20,9%</td>
<td>0%</td>
</tr>
<tr>
<td>Atypical anatomy - common left PV ostium</td>
<td>2</td>
<td>4,7%</td>
<td>21,4%</td>
</tr>
<tr>
<td>Atypical anatomy - common left PV ostium + RMPV</td>
<td>1</td>
<td>2,3%</td>
<td>0%</td>
</tr>
<tr>
<td>ECV during PVI</td>
<td>16</td>
<td>37,2%</td>
<td>0,9197</td>
</tr>
</tbody>
</table>

AF – atrial fibrillation, ECV – external cardioversion, PV – pulmonary vein, RMPV - Right Medial Pulmonary Vein
The CartoMerge module was designed to improve PVI efficacy, reduce number of complications, reduce fluoroscopy time and whole procedure time. First articles describing CT/NMR integration with Carto 3D map during PVI were published in 2005-2007 [14-17]. Bartagella et al presented data from Carto Merge Italian Registry involving 12 centers [18]. Three different AF ablation strategies were analyzed: SOCA – segmental ostial pulmonary vein isolation (240 patients), CARTO – circumferential PV isolation using Carto 3D navigation (107 patients) and MERGE – CT/NMR scans integrated with 3D map using CartoMerge (226 patients). Total procedure time was significantly shorter in the MERGE group (210.3±63.4 vs. 231.7±70.7 min, p < 0.04), but longer than in the SOCA group (184.9±58.4 min, P < 0.0001). Fluoroscopy time differences were insignificant (SOCA 56.5±22.5 vs. CARTO 55.0±25.3 vs. MERGE 54.3±25.5 min, p = 0.98). AF recurrence rate was lower in MERGE group (22.6%; P < 0.0001 compared to SOCA (44.6%) and CARTO (41.7%).

Kistler et al. Analyzed the impact of CartoMerge on PVI efficacy in a randomized trial comparing navigation using Carto electroanatomical mapping (EAM group, 40 pts.) and CartoMerge (CT group, 40 pts.) incorporating 3D reconstructions from CT scans [19]. There was no significant difference in PVI efficacy during 6 month follow-up (EAM - 56% vs CT – 50%) and long-term follow-up, including patients after Re-Do procedure Do (77% vs 71%). Fluoroscopy and procedure time did not differ significantly. In contrast to the Italian Registry, LA CT scan was performed in both groups and available to the operator, but data was imported to Carto system in CARTO group. Those conclusions suggest, that the radiological PV anatomy assessment is crucial for PVI efficacy, not image integration itself.

In our study in both analyzed groups CT scan was performed and imported to Carto 3D system, so use of image integration was the only difference between both groups. In the non-Merge groups CT reconstruction was displayed as separate picture in Carto 3D system, so data processing was exactly the same in both groups. That allowed us to strictly evaluate the influence of image integration on PVI efficacy.

In our study the long-term efficacy in Merge group was higher, but this difference was statistically insignificant, probably due to the small size of the non-Merge group. Moreover, in this group the incidence of persistent AF was higher (statistically not significant), and that is well-known factor correlating with lower efficacy of PVI.

Compared to LA visualization without integrating the image with Carto 3D map, the Carto Merge module did not improve the rate of acute PVI, long-term effectivity or fluoroscopy time. In the non-Merge group procedure time was shorter and the number of RF applications was significantly smaller.

**Discussion**

**Table 2. Characteristics and outcomes of the PVI procedure among the two study groups**

<table>
<thead>
<tr>
<th></th>
<th>MERGE group n=43</th>
<th>non-MERGE group n=14</th>
<th>p</th>
</tr>
</thead>
<tbody>
<tr>
<td>Acute PVI (%)</td>
<td>40 (93%)</td>
<td>13 (93%)</td>
<td>0.56112</td>
</tr>
<tr>
<td>Procedure time (SD) [min]</td>
<td>239.1 (±55.5)</td>
<td>192.4 (±44.5)</td>
<td>&lt;0.008025</td>
</tr>
<tr>
<td>Fluoroscopy time (SD) [min]</td>
<td>29.9 (±12.23)</td>
<td>24.6 (±26.5)</td>
<td>0.05794</td>
</tr>
<tr>
<td>Number of RF applications (SD)</td>
<td>48.5 (±25.2)</td>
<td>27.2 (±14.9)</td>
<td>0.00036</td>
</tr>
</tbody>
</table>

PV – pulmonary vein, RF – radio frequency, SD – standard deviation

**Conclusions**

Compared to LA visualization without integrating the image with Carto 3D map, the Carto Merge module did not improve the rate of acute PVI, long-term effectivity or fluoroscopy time. In the non-Merge group procedure time was shorter and the number of RF applications was significantly smaller.
References


